HILL TOP RESEARCH CORPORATION
TABLE OF RESULTS (CONT.)

Tested Undiluted (as provided by the sponsor) against

 Methicillin Resistant Staphylococcus aureus, ATCC 33591

With 5 Minutes of Exposure at Ambient Room Temperature (21°C)

Test Date:
May 29-30, 2008

	Test Substance
	Replicate
	CFU


	
	Organism/mL

neutralizer
	Organism/

Slide**
	Geometric

Mean***
	Percent

Reduction

	
	
	       10°                         
	          10∙
	
	
	
	

	FIRST CALL, 2/27/08


	1
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	<2.5 x 10²
	>99.9

	
	2
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	
	

	
	3
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	
	

	
	4
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	
	

	
	5
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	
	

	
	
	
	
	
	
	
	

	FIRST CALL, 2/27/08


	1
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	<2.5 x 10²
	>99.9

	
	2
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	
	

	
	3
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	
	

	
	4
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	
	

	
	5
	0
	0
	0
	0
	<1.0x10¹
	X25
	<2.5 x 10²
	
	


*Incomplete Neutralization

**Organism/slide=the number of organisms surviving per mL of neutralizer solution multiplied by 25.

***Geometric Mean=Antilog [(log₁₀N₁+log₁₀N₂+log₁₀N₃+log₁₀N₄+log₁₀N₅)/5] where N = surviving organisms/slide
*Percent Reduction calculated from Numbers Control

*Underlined values used in calculations

June 10,2008

Page 15 of 40

